Digital Muscle Strength Tester
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Test Certificate No.
251231249
Model No. FM-204M
Serial No. N1192542
Tested by QCo01-YZB
Standard Reading Tolerance Notes
(kg) (kg) (kg)
20 20.01 0.04
50 49.96 0.1




